§§211.206-3—211.206-10

must use the data obtained according
to ANSI STD S3.19-1974.

[45 FR 8275, Feb. 6, 1980]

§§211.206-3—211.206-10 Alternative
test methods. [Reserved]

§211.207 Computation of the noise
reduction rating (NRR).

Calculate the NRR for hearing pro-
tective devices by substituting the av-
erage attenuation values and standard
deviations for the pertinent protector
category for the sample data used in
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steps #6 and #7 in Figure 2. The values
of -.2,0,0,0, —.2, —.8, —3.0 in Step 2
and —16.1, —8.6, —3.2, 0, +1.2, +1.0, —1.1
in Step 4 of Figure 2 represent the
standard “C’’- and “A’’-weighting rel-
ative response corrections applied to
any sound levels at the indicated oc-
tave band center frequencies. (NOTE:
The manufacturer may label the pro-
tector at values lower than indicated
by the test results and this computa-
tion procedure, e.g. lower NRR from
lower attenuation values. (Ref.
§211.211(b).)
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